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Figure 2.3.2 a) Fluorescence observed at eight radii (0.33 mm increments) from a
pencil beam excitation source as scaled bleaching fluence increases.
Standard conditions for a highly scattering medium were used.
b) Normalization to a single radius (0.33 mm) allows the variation
between fibres to be seen more clearly.
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Figure 2.3.3 Comparison of necrosis depth versus fluorescence emission at eight

detection radii (progresses from right to left) for broad-l?eam
photobleaching and pencil beam excitation of a highly scattering medium
at 630 nm.
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information as that for the broad beam fluorescence, and taken individually, nothing has
been gained by adding spatial information. However, if the variation in fluorescence
between fibres is examined, it may be possible to ascertain information about the

photosensitizer distribution.

2.3.2 Virtual Plane Depth

During treatment, spatially resolved fluorescence can be measured periodically.
In this form, the data does not provide obvious dosimetric information and requires
further analysis in order to allow for treatment monitoring. Although it may be possible,
it would be extremely time consuming to calculate the three-dimensional distribution of
photosensitizer responsible for the emitted fluorescence. Instead, the following approach
is taken. It 1s assumed that all fluorescence originates from a very thin layer at depth z,,
(termed the “virtual plane”) which would produce spatially resolved fluorescence at the
surface equivalent to that emitted from the three-dimensional distribution. By matching
the observed fluorescence as a function of radius at any point during treatment (figure
2.3.4a) with the escape probability as a function of radius from a single depth, seen in
figure 2.3.4b, the virtual plane depth can be determined as a function of time (figure
2.3.5a). The depth of the virtual plane is dependent on the depth distribution of
photosensitizer, and hence increases as photobleaching occurs. Necrosis depth is also
highly dependent on the distribution of photosensitizer and when the two are plotted

against one another (figure 2.3.5b), they track very closely once necrosis begins.
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Figure 2.3.4 a) Normalized fluorescence as a function of detector radius as scaled
photobleaching fluence increases using standard initial conditions.
b) Total probability of fluorescence escape for an single virtual plane
versus detector radius for several depths, normalized to 1.0 mm.
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Figure 2.3.5 a) Progression of the virtual plane into the medium as scaled bleaching
fluence increases. Standard scatter-dominated conditions were used.
b) Depth of necrosis as it relates to the effective depth of a single plane of
fluorescence.
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2.3.3 Highly Absorbing Medium

At the opposite extreme is a highly absorbing medium with low scattering
Wwa> ,u;); an unlikely scenario when exciting fluorescence in human tissue with 630 nm
light. The situation becomes much more plausible, however, if a shorter wavelength is
used such that absorption by the photosensitizer and endogenous tissue chromophores is
greatly increased. Given this assumption, a collimated incident light beam will give rise

to a line of absorption events according to

() = c1>oe‘j o Helt (36)

where @, is the source term proportional to the primary photon fluence rate at the
surface. The line of absorption can also be considered a line of fluorescence sources

(figure 2.3.6) with source strength
SA0,2) = gy @e 0 4™ (37

again denoting the fluorescence quantum yield by y Green's function can again be
adopted (as in section 2.3.1) assuming diffusion theory holds at the longer fluorescence
wavelengths. The photon current leaving the medium at z=0 from a point at depth z, is

given by equation 21 with
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Excitation Light

Fluorescence Signal

Figure 2.3.6 For pencil beam geometry, excitation light incident on the surface of a
highly absorbing medium penetrates along the z-axis and is absorbed (no
scattering). These absorption sites can be considered fluorescence point
source emitting light which can be measured at the surface.
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ry= /zg+p2,r2:\[(zo+22b)2+p2. (38)

The radially resolved fluorescence current reaching the surface is found by integrating the

product of the source term and the fluorescence escape probability

F(p,0;0,z,) = (39)

HefT1
2
r

+ o+ 225) (i og+ %)e_’; o Ndzo
2

ZyE | : [ﬂa(dmg)(zo)e_fzo #a(m[zf’(ﬂeff* 71f ‘
using numerical methods.

Whereas tissue scattering is assumed constant at all wavelengths, tissue and drug
absorptions are higher at shorter wavelengths and as a result were set to be three times
higher at the excitation wavelength than at the bleaching wavelength for the simulations.
Consistent with the previous models, tissue optical properties are constant at the
bleaching and fluorescence wavelengths, and the drug absorption is considered negligible
for fluorescent light.

Although absorption by the photosensitizer is much greater and the fluence rate is
much higher during measurements, photobleaching resulting from the fluorescence
excitation light was considered negligible compared with that done by the broad-beam
source since. This is justified by the fact that in an actual clinical situation the probe
would be used only periodically to monitor the fluorescence decrease with short pencil

beam excitations at random locations within the treatment area.
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For excitation with a pencil beam source at 515 nm, figure 2.3.7a shows the
fluorescence reaching the surface at eight detection radii. At this excitation wavelength,
standard initial conditions were: (g 0.60 mm™, p,=0.60 mm”’, x;=1.00 mm™" and
bleach rate = 0.10 cm*J, while both tissue and drug absorption are a factor of three lower
at the bleaching wavelength. Variation between fibres is much more apparent in figure
2.3.7b where fluorescence is normalized to the closest fibre, showing results similar to
those of the scatter dominated model. Once again, it 1s this difference between spatia.llj}

resolved fluorescence measurements that can be exploited to obtain useful information.

2.3.4 Virtual Source Depth

Similar to the virtual plane idea, the absorption dominated situation makes use of
a single “virtual source.” Since the initial ‘distribution of fluorescence sources is
distributed along one dimension (p =0) simplification is easier than for the scatter
dominated model, where the fluorescence sources occupy three dimensions. The
assumption is made that all fluorescence originates from a single source located along

p =0 at a depth d, as shown in figure 2.3.8. It may described using a delta function
S(0,2) = kd(z - d) (40)

where  is a constant multiplying the delta function. An expression for the virtual source

depth can be found be examining the moments of S(z). The zeroth moment is given by
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Figure 2.3.7 a) Radially resolved fluorescence as a function of scaled photobleaching
fluence for a highly absorbing medium with standard initial conditions.
b) Normalization of the. radially resolved fluorescence to 0.33 mm,
exemplifying the variation between detection fibres.
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Excitation Light

Fluorescence Signal

Figure 2.3.8 Illustration of the single virtual fluorescence source arising from a beam of

excitation light on the surface of a highly absorbing, semi-infinite medium.
The resulting radially resolved fluorescence at the surface is equivalent to
that from a line of fluorescence sources along the z-axis.
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Jo 80,2)dz = | k3G —d)dz =x (41)
while the first moment is
§o 2800,2)dz = { k20(z — d)dz (42)
=xd.

Dividing equation 42 by equation 41 gives the result

§o 280, 2)dz

B j:S(O, 2)dz )

Reverting to equation 37 as the source term, the virtual source depth is easily
calculated numerically. To find the radial fluorescence distribution that arises from this

virtual source, the following relationship is developed

F(p,0) = §; 8(0,2) F(p,0;0,2)dz (44)
= [ kd(z— d) F(p, 0,0, z)dz

=kF(p,0;0,d).
The constant x is evaluated by substituting equation 37 into

x={ 8(0,2)dz (45)
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which was previously evaluated when calculating d. Thus, the final result is an

expression for the radially resolved fluorescence current at the surface which must be
calculated using numerical techniques. It is important to note that the fluorescence
distribution observed at the surface is virtually indistinguishable from that when a

damped line of fluorescence sources is used.

The virtual source is observed to move deeper into the medium as the drug
bleaches, as shown in figure 2.3.9a. Originally, the single source begins at a depth of one
mean free path before any bleaching has occurred, and then penetrates deeper as upper
layers become bleached. The relationship between calculated necrosis and virtual
fluorsecence source depth depicted in figure 2.3.9b is similar to the virtual plane model.
Since both values are related to the location of the bleached photosensitizer interface,

some relationship 1s expected.
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Figure 2.3.9 a) Virtual source depth penetration as treatment progresses for standard

initial conditions.
b) Necrosis depth as a function of virtual source depth for an absorption
dominated medium.
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2.4 Bleaching of Photosensitizer -- Infinite Medium, Isotropic Point Source
Consider an isotropic photon source in an infinite medium. Due to spherical
symmetry the diffusion equation in spherical co-ordinates will be a function only of

radius

(&5 +22)00) - nr00) = 300 (46)

In this case, the source term is a delta function at »=0 with total power equal to P. Thus,

at r>0

Zoa() + 2200 - u () =0 (“47)

which can be solved by adopting the WKB Method (Mathews and Walker 1970), which

yields the following result

k j He(r)dr
o . 48
Since all photons must eventually be absorbed in an infinite medium, it is true that
§ o @(Ppa()dV = P. 49)

Substituting in equation 48 and exploiting spherical symmetry,
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(r) e—j Heg(r)dr

P=kf’ ”“Wr dnrdr (50)
which must be solved numerically. At any instant in time £ is constant with respect to r,
however k must be recalculated as the optical properties change due to photobleaching.
Bleaching of the drug as a function of time is calculated using the method
described for the semi-infinite medium. Figure 2.4.1a shows the radial fluence
distribution for several scaled bleaching fluences, beginning at one millimetre. Diffusion
theory in spherical co-ordinates breaks down at very small radii leading to inaccurate
results near the source where the fluence rate is high and bleaching occurs rapidly.
However, the region of interest as far as photodynamic effect is concerned is several
millimetres away, where diffusion theory is considered accurate. The fluence increases as
treatment progresses due to a decrease in self-shielding by the photosensitizer as it
photobleaches, with the dashed line representing an absence of photosensitizer
everywhere.  Near the source, the fluence reaches a maximum after complete
photodegredation of the drug has occurred, as seen in figure 2.4.1b. Initially, the drug is
uniformly distributed, followed by rapid bleaching close to the source where fluence rates

are highest.
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b) Radial drug distribution for several scaled bleaching fluences. Necrosis
occurs when g 4(ang) falls below the indicated threshold.
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2.5 Fluorescence -- Infinite Medium, Isotropic Excitation Source
The bleaching fluence is also responsible for exciting fluorescence. At any
position, the rate of fluorescence production will be the local rate of excitation light

absorbed by the drug multiplied by the quantum yield for fluorescence, y

A1) = Ok agarug) (1) - (1)

Since the excitation fluence rate is spherically symmetric, the fluorescence source
distribution can be described as a distribution of fluorescent shells which themselves can
be considered to be collections of identical isotropic point sources (figure 2.5.1).
Fluorescence measurements are made at known distances from the source fibre. If the
assumption is made that tissue optical properties are essentially homogeneous at the
fluorescence emission wavelength, Green's function can again be used to describe the

migration of fluorescence photons from the individual point sources

e_/‘eﬂd

_ 1
Fp) =725 (52)

The distance from the single fluorescence source to the detector can be expressed

in relation to the source/detector distance p, the radius of the fluorescence point 7, and the

angle 6
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Source Fluorescence
Fibre Source

Detection
Fibre

Figure 2.5.1 Representation of a isotropic point source imbedded in an infinite medium.
The excitation fluence gives rise to a spherical distribution of fluorescence
sources which can be detected by a fibre at a known radius, p.
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d= Jp2+r2—2rpcosﬁ. (53)

Thus, a single fluorescence point at radius 7 and angle Gfrom the source will contribute

o PP prri-2rpcos @

Jpr+r2—2rpcosf

Fp,r,0) = q’(r)ﬂ a(drug) ()2 (54

to the total fluorescence observed at radius p. The entire shell at radius 7 will contribute

Faap;r)= |2 |7 F(p;r, 6) sin 6d6dg (55)

_ 3py q’(r)#a(dmg)(r)( Syl .ﬂ,ﬁm)
2P '

Finally, the fluorescence reaching the detector at radius pis the integral of all shells

Ftoral(p) = j: Fshell(p; r)rzdr (56)

3,ut'}’ © —peff [pr4ri-2r ~topr | PRI EA2r
= Eﬁ;ﬁ? jo rzq)(r),ua(drug)(r)(e A PATLP _ e PP )dr.

A curve demonstrating predicted fluorescence measurements at a radius of 3.0
millimetres from the source is given in figure 2.5.2a. For the spherical model, standard

initial conditions were: g™ 0.02 mm™, u,= 0.02 mm’, x;=1.00 mm® and bleach
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rate = 0.10 cm%J. Similar to the semi-infinite model, a simple exponential curve is not
observed due to the photobleaching of photosensitizer giving rise to a spatially dependent
drug absorption coefficient. The increase in necrosis radius with treatment is shown in
figure 2.5.2b, and the corresponding necrosis radius versus observed fluorescence curve is

presented in figure 2.5.2¢, again with irradiation time moving from right to left.
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Figure 2.5.2 a) Fluorescence as a function of scaled photobleaching fluence for a single
detection point at 3.0 mm from the source, using standard initial
conditions.

b) Increase in necrosis depth as treatment progresses for a photosensitizer
threshold of 0.03 mm™.
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Figure 2.5.2 c¢) The relationship between predicted necrosis radius and fluorescence
signal for a single detector located 3.0 mm from the excitation source
(irradiation time moves from right to left). Standard initial condition

apply.



3 MATHEMATICAL MODELLING RESULTS

In order to determine the accuracy with which predictions about necrosis depth
can be made from measured fluorescence, it is necessary to investigate the sensitivity of
the models to small alterations in initial treatment conditions. For each fluorescence
excitation model the scattering and absorption of the tissue, the initial photosensitizer
concentration and the percentage of drug that must be bleached in order for necrosis to
occur are varied and the effects on the established relationships between measured

parameters and necrosis depth are observed.

3.1 Broad-beam Fluorescence Excitation

First, consider changing the initial photosensitizer concentration while all other
parameters are held fixed at g, =0.01 mm™, x,=1.00 mm™ and bleach rate = 0.10
cm?/J (figure 3.1). As expected, a higher photosensitizer concentration yields a stronger
fluorescence signal (figure 3.1.1a). It is anticipated that when intrinsic absorption due to
endogenous chromophores in the tissue is exceeded by absorption due to the
photosensitizer, "self-shielding" by the drug will become significant (Patterson ez a/ 1990
and Brown ef al 1986). This effect is responsible for limiting the extent of tissue damage
at higher drug concentration (figure 3.1.1b), as discussed by Wilson (1989). Figure 3.1.1c

illustrates the relationship between necrosis depth and fluorescence emission and the

52
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Figure 3.1.1 Other initial conditions used were standard.

a) Observed fluorescence versus scaled photobleaching fluence for three
initial drug absorption coefficients.

b) Depth of necrosis as a function of scaled photobleaching fluence for
varied initial drug absorption coefficient.
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¢) Relationship between necrosis depth and fluorescence signal for varied

initial photosensitizer absorption coefficient.
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large differences resulting from small changes in initial photosensitizer concentration.
Shortly after tumour necrosis commences, the necrosis depth proceeds linearly with
respect to the logarithm of fluorescence, with all three curves having the same slope. The
higher initial drug concentration yields a stronger fluorescence signal and causes deeper
necrosis over the given time interval.

The second treatment parameter that was altered is the endogenous absorption of
the tissue. Initially, before the photosensitizer near the surface has bleached away,
observed fluorescence signals are higher for low u, due to enhanced light (both
excitation and fluorescence) penetration (figure 3.1.2a). This has two effects: faster
bleaching and a corresponding increase in the necrosis depth. As a result, the decrease in
observed fluorescence and the increase in depth of necrosis do not progress as quickly as
with low tissue absorption, illustrated by figures 3.1.2a and 3.1.2b. Even though the
initial photosensitizer concentration was held fixed, the effects become more substantial
later in the treatment as the divergent curves in figure 3.1.2¢ indicate.

Changes in the reduced scattering coefficient of the tissue produce similar changes
in fluorescence emission (figure 3.1.3a) and necrosis depth (figure 3.1.3b) since higher
scattering prevents deeper light penetration. Although the effect is subtle, the higher
scattering induces necrosis at the surface earliest due to the higher bleaching fluence at
shallow depths. The divergent relationship in figure 3.1.3c is similar to that observed for
U, (figure 3.1.2¢).

Finally, the effect of changing the bleach rate of the photosensitizer was
investigated. Although a higher bleaching rate causes a much more rapid decline in

fluorescence signal (figure 3.1.4a) and a corresponding increase in necrosis depth with
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Other initial conditions used were standard.

a) Observed fluorescence versus scaled photobleaching fluence for three
endogenous tissue absorptions.

b) Depth of necrosis as a function of scaled photobleaching fluence for
varied endogenous tissue absorption.
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Figure 3.1.3 Other initial conditions used were standard.

a) Observed fluorescence versus scaled photobleaching fluence for three
tissue scattering coefficients.

b) Depth of necrosis as a function of scaled photobleaching fluence for
varied tissue scattering coefficient.
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Figure 3.1.3 Other initial conditions used were standard.

¢) Relationship between necrosis depth and fluorescence signal for varied
tissue scattering coefficient.
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respect to scaled bleaching fluence (figure 3.1.4b), the relationship between necrosis
depth and fluorescence signal is independent of bleaching rate, as figure 3.1.4¢ reveals.
From these results it is apparent that small changes in the initial treatment
parameters can cause large variation in the necrosis depth versus fluorescence
relationship. ~ Varying the drug concentration shifted the curve towards higher
fluorescence and deeper necrosis, while altering the optical properties of the tissue caused
the curves to diverge. In order to be useful in a clinical situation, the extent of tumour
damage must be closely monitored during treatment. Unfortunately, it is difficult to
accurately determine these parameters using current measurement techniques, thereby
limiting the usefulness of this approach. On a positive note, fluence rate and bleaching
kinetics (assuming first order) are not significant if fluorescence is used to predict the

effect of treatment.
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Figure 3.1.4 Otbher initial conditions used were standard.

a) Observed fluorescence versus scaled photobleaching fluence for three
bleach rates.

b) Depth of necrosis as a function of scaled photobleaching fluence for

" varied bleach rate.
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3.2 Pencil Beam Excitation, Highly Scattering Medium

For the scatter dominated model, the most important relationship is that between
virtual plane depth and necrosis depth. By changing the percentage of photosensitizer
that must be bleached in order for necrosis to occur, the shape of the curve can be greatly
affected, as seen in figure 3.2.1a. For a threshold of 50 percent, very little information
can be obtained from the initial part of the curve since the necrosis depth is changing very
quickly for small changes in virtual plane depth. At the other extreme, a 99.5 percent
threshold requires the virtual plane depth to penetrate much deeper before necrosis
begins. The slow increase in necrosis depth makes it more feasible to track treatment
progress based on measured changes in virtual plane depth. In all three cases, a useful
relationship eventually results since increases in necrosis depth and virtual plane depth
are proportional.

Next, variations in optical properties were made. As a standard, p,° = 1.50 mm’,
tissue y, = 0.04 mm™ and drug . = 0.02 mm™ to ensure that the condition p,’+tissue p,
>drug u, is realistic. Figure 3.2.1b indicates that changing the photosensitizer
concentration does not affect the relationship between necrosis depth and virtual plane
depth if the necrosis threshold is held fixed. From figure 3.2.1a, it can be concluded that
changing the photosensitizer absorption coefficient while keeping the absolute value of
the necrosis threshold fixed would result in dissimilar curves. Similarly, figures 3.2.1c
and 3.2.1d show very little difference when tissue optics are altered, especially as

treatment progresses.
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The relative insensitivity of these relationships to altered initial conditions
indicates that the potential exists to make accurate calculations of necrosis depth without
highly accurate knowledge of optical properties if virtual plane depth is known.
Unfortunately, the current technique employed for calculating the depth of the virtual
plane requires that the optical properties be known a priori, limiting this approach until a
new method is found for determination of the virtual plane depth. Alternatively, if the
optical properties were measured prior to treatment, the discussed technique could
potentially allow for monitoring of necrosis depth based on measured fluorescence. The
use of spatially resolved fluorescence measurements has made it possible to indirectly
track the changing spatial distribution of photosensitizer using a single metric, the virtual
plane depth, thereby greatly simplifying the vast amount of information obtained.
Furthermore, the virtual plane depth has been shown to be related to necrosis depth,

providing a key link between observed fluorescence and photodynamic dose.

3.3 Pencil Beam Excitation, Highly Absorbing Medium
The effect of changing initial parameters on the relationship between virtual
source depth and necrosis depth was investigated. To begin with, figure 3.3.1a again
shows that increasing the percentage of photosensitizer that must be bleached for necrosis
to occur provides a more useful curve as far as predicting necrosis depth is concerned.
Figures 3.3.1b-d investigate varied optical properties. Figure 3.3.1b demonstrates
that the extent of tissue damage can be found from the virtual source depth without

accurate knowledge of the initial drug absorption coefficient. Again, the necrosis
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threshold is a percentage of initial drug absorption coefficient (90 percent must be
bleached). Similarly, figure 3.3.1c illustrates that the scattering coefficient is also not
significant. Finally, changes in the absorption coefficient of the medium have little effect
on the plot of necrosis depth versus virtual source depth shown in figure 3.3.1d. Note
that the virtual source position does not depend on the tissue optical properties at the
emission wavelength, so altering these would also have no effect. These results suggest
that if the virtual source depth could be experimentally determined during a treatment,
necrosis depth could be predicted without exact knowledge of the initial conditions.

Adapting the technique of spatial diffuse reflectometry described by Farrell ef al
(1992), the depth of this virtual source can be calculated based on the fluorescence
observed from several fibres at known radii by solving equation 21. At the fluorescence
wavelength, absorption by photosensitizers is generally very low. As a result, only the
effective attenuation coefficient of the tissue at the fluorescence wavelength is unknown,
and this parameter can be fitted simultaneously when determining the single fluorescence
source depth.

Thus, by measuring fluorescence emission at several distances from the excitation
fibre and calculating the depth of the virtual fluorescence source with respect to time,
necrosis depth can be followed with little knowledge of other treatment parameters,
unlike the case involving the virtual plane. This would be extremely useful in clinical
situations where tissue optics, drug concentrations and fluence rates are difficult to
determine accurately. It is important to realize, however, that the model requires

knowledge of optical properties for determination of necrosis depth and predicts only the
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nature of the relationship between it and virtual source depth. The actual relationship
between necrosis depth and virtual source depth would have to be determined

experimentally.

3.4 Infinite Medium, Isotropic Point Source

The sensitivity of the relationship between necrosis radius and fluorescence signal
to small changes in initial conditions was investigated for the spherical model. Since the
fluorescence is decreasing over the course of the treatment, in these curves time
progresses from right to left. To begin with, increasing the percentage of photosensitizer
bleaching required for necrosis caused the curve to straighten, and decreased the necrosis
depth for the given treatment period, illustrated in figure 3.4.1a. Unlike the previous
models, necrosis depth can be determined early in the treatment for a low threshold
without difficulty.

Figures 3.4.1b-d demonstrate the high dependence on initial drug absorption,
tissue absorption and tissue scattering, respectively. Increasing the photosensitizer
concentration (figure 3.4.1b) caused a decrease in the extent of necrosis, and a decrease in
the fluorescence observed at 3.0 mm, due to self-shielding. An absolute necrosis
threshold of 0.015 mm™ was used in each case. Figure 3.4.1¢ shows the large decrease in
fluorescence and slight decrease in necrosis radius resulting from an increase of the
endogenous tissue absorption. Absorption by the tissue is considered equal for excitation
and fluorescence light. Finally, an increase in scattering coefficient (figure 3.4.1d) raises

the excitation fluence near the source resulting in an increase in observed fluorescence
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and necrosis depth.

Unfortunately, without accurate knowledge of these parameters prior to treatment,
the model would apparently be unable to make any useful predictions about necrosis
depth. To improve this model, it may be possible to again look at the variation between
spatially resolved measurements that could be performed by inserting several optical
fibres at known radii from the source. These measurements could lead to the
determination of a virtual shell of fluorescence which may be less sensitive to changes in

initial conditions.



4 EXPERIMENTAL VERIFICATION

Photobleaching and fluorescence excitation experiments are necessary to explore
the applicability of the mathematical modelling to an actual PDT treatment. Since initial
studies require accurate characterization of initial conditions such as photosensitizer
concentration and optical properties, tissue simulating optical phantoms were developed.
Using the techniques described below, these phantoms were prepared with target initial
characteristics and, once completed, verification was performed. Several phantoms were
created having the same “standard” initial conditions to test reproducibility, while other
phantoms had optical properties and photosensitizer concentration altered independently
in order to observe the effect on measured fluorescence. Details of index of refraction
measurements and bleach rate determination are also given, as is an analysis of phantom

uniformity.

4.1 Phantom Preparation

Considering the need for a phantom with spatially varying optical properties, a
curable liquid was required to allow for mixing of components prior to solidification.
Although difficult to work with due to its viscous, sticky nature, a clear styrene and
polyester casting resin (Lewiscraft) was chosen as it is relatively inert optically, mixes
easily with the desired additives, and cures quickly following the addition of the required

catalyst.
74
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Endogenous absorption by the phantom was attained through the addition of a
black dye produced specifically to colour the resin for crafts (Lewiscraft). Conveniently,
it has uniform absorption in the visible spectrum and does not fluoresce. The absorption
properties for various dye concentrations were determined in a spectrophotometer using
methacrylate semi-micro cuvettes (polystyrene cannot be used because it reacts with the
resin causing clouding of the cuvette walls).

Metal oxide powders were used as scatterers. A small particle size is used (less
than five microns in diameter) to give a more uniform distribution, and to prevent settling
during the curing period. Originally, aluminum dioxide was used until it was determined
to fluoresce at 690 nm. Since photosensitizers generally fluoresce in the red region of the
visible spectrum, this complication was unwelcome, leading to the adoption of titanium
oxide (Aldrich Chemicals) which has very low absorption and fluorescence.

Given its photobleaching behaviour, solubility in the resin and clinical
applicability, Photofrin was the photosensitizer employed. Absorption properties for
various concentrations were determined using the spectrophotometer at the fluorescence
excitation, bleaching, and fluorescence emission wavelengths (515 nm, 630 nm and 690
nm, respectively).

The preparation of a phantom is a tedious process that must be done carefully and
precisely in a well-ventilated area. To begin with, the resin should be poured into a
disposable, non-reactive polyethylene container with the desired geometry, preferably
with a lid. A cylindrical container with a height of 4.5 centimetres and diameter of 9

centimetres (200 millilitres) was sufficient to avoid boundary problems for the scatter
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dominated phantoms produced, thereby providing an adequate "infinite" medium for an
incident pencil beam of light. Since the resin is virtually impossible to transfer from one
container to another, accurate volumetric measurements are difficult. The simplest
approach is to fill the container to a known level (210 millilitres at the top) and then make
fine adjustments by removing small amounts with a large syringe. Initially, 190
millilitres of resin are required to give a final volume of 200 millilitres after all
components have been added.

Once the majority of bubbles have escaped from the resin the black dye can be
added. Premature addition will lead to attraction of the dye to the bubbles making a
uniform distribution difficult to achieve. For a background absorption of 0.02 mm™ at
630 nm, 2.7 microlitres of dye were added using a micropipette and then folded into the
resin with a metal spatula to avoid it binding to the container walls. At this point, a small
amount of resin can be removed with a syringe and transferred to a cuvette if
measurement of background absorption is desired.

Next, the photosensitizer is added. To allow for thorough mixing with the resin,
the stock solution consists of Photofrin dissolved in spectro-grade methanol with a
concentration of 2.5 milligrams/millilitre. Addition of 2.0 millilitres (equivalent to 25
milligrams of Photofrin for each litre of resin) will give a photosensitizer absorption
coefficient of approximately 0.04 mm™ at 630 nm. Once again, a spectrophotometer may
be utilized to measure absorption properties in a cuvette of resin.

Titanium oxide powder tends to aggregate if added directly to the resin so it is

first mixed with methanol to form a paste. Scattering properties are dependent on the
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number of scattering particles, requiring the mass of titanium oxide to be determined for
the desired particle size. Using a powder with a maximum particle diameter of five
microns (Aldrich Chemical Company, #22,422-7) a scattering coefficient of 1.0 mm™" was
obtained from 0.95 grams of titanium oxide mixed in a total of 10 millilitres of methanol.

For best results, a small mixing container should be used, adding the methanol in several
stages to wash the majority of the titanium oxide into the resin.

Finally, once thorough mixing has been accomplished, 12 drops of catalyst should
be added. An increase in catalyst will cause the phantom to cure more rapidly, however
subsequent elevated heating resulting from the exothermic curing process could
chemically alter the photosensitizer.

After approximately 24 hours the phantoms will have set and must be removed
from their containers to allow for final curing. Once they are no longer tacky the
phantoms are easily machined on a lathe to give a flat surface. Sanding is done with wet

sandpaper, increasing the grit number until desired smoothness is attained.

4.2 Phantom Properties
4.2.1 Optical Property Measurement

Non-invasive measurements of optical properties for the finished phantoms were
determined using the concept of steady-state, spatially resolved diffuse reflectance
(Farrell et al 1992). Multiply-scattered light from a broad-band pencil beam source
normal to the phantom surface is collected at several known radii using an optical fibre

based probe. Using spectrograph optics the light from each collection fibre is dispersed



78

across a separate region of a CCD, giving spectrally resolved results. For a desired
wavelength these radially resolved measurements are input into either a trained neural
network or non-linear curve fitting routine (both diffusion theory based) which will return
optical properties that have been shown to agree within two percent with values obtained
using other techniques (Farrell ef al 1994). Using this approach initial scattering and
absorption properties can be derived at both bleaching and fluorescence wavelengths

simultaneously without significant bleaching of the phantom.

4.2.2 Homogeneity

It is necessary for the entire volume of the phantom to have uniform optical
properties to ensure homogeneous bleaching and consistent fluorescence measurements.
To determine the homogeneity, several measurements of optical properties were made at
random locations across the surface of a typical phantom. The average optical properties
were: g, =0.99+0.04 mm™~ and u, = 0.019+0.004 mm™!, illustrating the homogeneity

of the phantoms, with most of this variation arising from the measurement technique.

4.2.3 Index of Refraction Measurement

The index of refraction of the phantom must be known for the determination of
light behaviour at the air-phantom boundary. Following the method outlined by Li and
Xie (1996), resin was cast as a semi-cylindrical lens. By measuring the critical angle in
contact with either air or water for both green and red laser light, the index of refraction

was determined using Snell's Law
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N air or water
nphantom = Sinecn’tical ' (57)
Using the refractive indices for air and water at the wavelengths of interest (Hale and

Querry 1973), the resin was found to have an index of refraction of 1.4840.01 at 630 nm.

4.2.4 Bleach Rate Determination

In order to make comparisons with mathematical modelling, the experimental
bleach rate of the photosensitizer contained in the phantom was measured at 630 nm. Ifa
low photosensitizer concentration is used such that photobleaching will not cause
appreciable change to the distribution of drug and hence bleaching fluence rate, the

following relationship is true for constant geometry

F(t
% = e B! (58)

where F(?) is the fluorescence, ¢ is the bleaching fluence rate, B is the bleach rate of the

photosensitizer (in cm%J) and ¢ is total irradiation time. Rearranging gives a simple

relationship for bleach rate

F(0) ]

= # In[ Ao (59)
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which is easily calculated from a fluence rate and the slope of a fluorescence versus time
graph.

The fluorescence measurements were made on semi-micro cuvettes containing
Photofrin, resin and catalyst only. In order to assure that the Photofrin was sufficiently
dilute, the concentration was calculated so that the maximum absorption of excitation
light would be less than one percent for a 5 mm path length through the cuvette. This
gave a Photofrin concentration of 2.4 pg/mL based on an extinction coefficient of 0.0009
mm/(ug/mL) at 630 nm (as determined by dilution experiment).

A laser source providing approximately 150 mW/cm?® of 632 nm light was used to
bléach the sample and fluorescence measurements were made with a spectrometer
through a single optical fibre positioned at 90 degrees to the bleaching light. A 645 nm
cut-on filter was used to eliminate most of the reflected 630 nm light while still allowing
for determination of the 690 nm fluorescence peak height by fitting a Gaussian to the
peak and a polynomial (third, fourth or fifth order) to the background. Also, a 5 percent
correction for reflection at the air/cuvette boundary, based on mismatched indices of
refraction, was made to the bleaching fluence rate. Figure 4.2.1 shows the resultant
decrease in fluorescence for the Photofrin in resin only. The data strongly suggest that the
reaction does not obey first order kinetics. There is an initial rapid decrease in
fluorescence followed by a fairly linear period before the data become rather noisy. For
the purpose of the modelling, which assumes first order bleaching kinetics, the
intermediate linear section was presumed to provide the best indication of the bleach rate.
This will be further discussed in the experimental results. Following data manipulation,

the bleach rate was determined to be 0.015 cm¥/J.
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Figure 4.2.1 Fluorescence decrease as a function of time for a cuvette containing a very
low concentration of Photofrin in resin. The fitted line shown has a slope
of -2.1e-3 s giving a bleach rate of 0.015 cm?¥J.
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4.3 Experimental Design and Methods
4.3.1 Phantoms

Using the procedure previously described, a set of phantoms was developed
having varied optical properties. A standard phantom was chosen to have the following
characteristics: g =1.00, o, =0.02 and fa4ug=0.04 mm’. Four phantoms, named
black, blue, red and purple, were made to have these properties in order to test the
reproducibility of the results obtained. Measurement after completion gave the optical
properties listed in table 4.3.1. In order to determine the drug and tissue contributions to
the total absorption coefficient, two additional phantoms were created: grey, which

contained no Photofrin, and white, which had no background absorber or Photofrin.

i’ (mm?) total p, (mm™) Pao (mm') Magarug* (mm’’)
Phantom | 630 690 630 690 630 690 630 690
nm nm nm nm nm nm nm nm
Red 0.99 0.96 0.083 { 0.051 [ 0.020 { 0.020 | 0.063 | 0.031
Blue 0.97 0.99 0.083 | 0.043 | 0.020 { 0.020 | 0.063 | 0.023
Black 1.02 1.01 0.082 | 0.044 | 0.020 { 0.020 | 0.062 | 0.022
Purple 1.01 1.00 0.079 | 0.047 | 0.020 { 0.020 | 0.059 | 0.027
White 0.99 0.97 0.002 | 0.001 | 0.002 | 0.001 - -
Grey 1.02 1.01 0.021 | 0.020 | 0.021 | 0.020 - -

Table 4.3.1: Measured optical properties for standard phantoms. The values shown are
an average of three measurements. The asterisk (*) indicates that the drug
absorption coefficient is the total absorption coefficient minus background,

determined from grey phantom.
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In each, the scatter coefficient was determined to be approximately 1.00 mm?’ as
expected. Background absorption was negligible in the white phantom and was found to
be 0.020 mm at both bleaching and fluorescence wavelengths in the grey phantom. This
value was accepted as the endogenous absorption for all standard phantoms, allowing for
the calculation of drug absorption coefficient by simple subtraction.

By varying the concentration of added components, the optical properties were

independently manipulated about the standard values with the target values given in table

432
Phantom i’ (mm') Moo (Mm™) | Maggrug (mm™)
UaolO 1.00 0.01 0.04
Uohi 1.00 0.04 0.04
druglo 1.00 0.02 0.02
drughi 1.00 0.02 0.08
o 0.50 0.02 0.04
pishi 1.50 0.02 0.04

Table 4.3.2: Array of target optical properties for varied phantoms at 630 nm. Bold type

indicates values different from the standard.

Difficulty was encountered when attempting to determine the optical properties of
some of these phantoms. In the cases of high absorption or low scattering the analyses by
both neural network and non-linear curve fitting were not acceptable, leading to the
incomplete information in table 4.3.3. Since the determination of optical properties is
based on diffusion theory, which is most appropriate for highly scattering media, it is not

surprising that ideal results were not obtained for these phantoms. It is assumed that the
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careful variation in added components has ensured optical properties close to those

desired.
p’ (mm™) total y, (mm™) Hao (mm) Hagrug* (mm™)
Phantom 630 690 630 690 630 nm 690 630 nm 690
nm nm nm nm nm nm
Uaolo” 0.96 097 | 0.068 | 0.037 0.008 0.010 0.060 0.027
Maohi” - 0.97 - 0.057 - 0.030 - 0.027
druglo 1.00 0.98 | 0.051 { 0.034 0.020 0.020 0.031 0.014
drughi - 0.98 - 0.059 - 0.020 - 0.039
plo - - - - - - - -
ushi 1.55 1.40 | 0.061 | 0.052 0.020 0.020 0.041 0.032

Table 4.3.3: Measured optical properties for the phantoms having varied ingredients,
again averages of three measurements. The L values for the phantoms
having varied background absorber (*) were taken as an average of all
standard phantoms so that .., could be calculated from the total p.. For the
remaining phantoms, the asterisk (*) again indicates that g was found
by subtracting the background absorption found from the grey phantom

from the total y,.

Determined optical properties at the excitation wavelength (514 nm) were
unsatisfactory in all cases, likely due to the much higher absorption and inherent difficulty
encountered by the diffusion theory models in this situation. As a result, values for
scattering and background absorption were assumed constant, while photosensitizer
absorption was considered three times higher than the 630 nm value. These absorption

estimates are based on transmission measurements at 515 nm, performed in a
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spectrometer on cuvettes containing only absorbing components and resin.

4.3.2 Irradiation

In order to approximate a semi-infinite medium, the dimensions of the phantoms
were made to be several times larger than the average penetration depth of the light. For
the optical properties of the phantoms used, the average path length of the photobleaching
light was never greater than 1 mm, allowing a maximum of 3 percent transmission
through the 3.0 cm depth. A diameter of 8.0 cm was used, hbwever bleaching was
performed on the centre 6.0 cm, and measurements were made on the inner 4.0 cm to
avoid boundary effects. In order to ensure bleaching occurred evenly across the entire
phantom, a slide projector was used with a 630 nm band pass filter to give a
homogeneous distribution of treatment light. Careful measurement of the bleaching
fluence rate across the surface of the phantom was performed using an optical power
meter (Oriel) and had less than five percent variation. Monitoring was performed
throughout the course of the experiment to verify the consistency of the bleaching fluence
rate.

Fluorescence excitation light was provided by the 514 nm line of an Argon ion
laser focused through the source fibre of a flat, black probe. Encompassing the source
fibre are several collection fibres at known radii ranging between 0.33 and 10.0 mm.
These collect light from the phantom and deliver it to a spectrometer, passing through a
540 nm cut-on filter along the way to prevent saturation of the CCD by the excitation
light. Variable attenuators allowed for adjustment of the detected light intensity so that

enough counts were obtained in the more distant detectors without saturation of the close
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tracks. This is accounted for by calibrating the attenuator effect using an integrating
sphere and a broad band source (Farrell ef al 1994).

Since the fluence rate provided by the slide projector was in the order of a 2-5
mW/cm?, lengthy periods of bleaching were required in order to observe an appreciable
decrease in fluorescence. Bleaching was done for periods of five minutes, followed by
removal of the phantom from the bleaching light and subsequent fluorescence
measurement. By securing the phantom with a clamp attached to a retort stand it was
possible to swing the phantom out of the treatment light, and then return it to its original
position. In order to minimize the bleaching caused by the 200 mW/cm® fluorescence
excitation light, measurements were never taken in the same place twice, and the
excitation period was typically only 2-3 seconds. Although a small amount of
photobleaching will have occurred, it should be negligible compared with that of the

treatment light over the course of the experiment.

4.3.3 Analysis of Fluorescence

For the purple phantom, calibrated fluorescence spectra for twelve detection fibres
at radii between 0.33 and 4.50 mm are shown in figure 4.3.1. The 630 nm and 690 nm
fluorescence peaks typical of Photofrin are clearly seen, as is a broad band of fluorescence
centred around 650 nm. This unexpected fluorescence is thought to be a photoproduct
created during the treatment of the phantom and is common when exciting with low
wavelengths (Moan 1986). These spectra were obtained after ten minutes of treatment,

during which time photoproducts have been created mainly near the surface where the
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Figure 4.3.1 Fluorescence spectra at several detection radii obtained from a single
measurement using 515 nm excitation on Purple phantom.
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bleaching fluence is much higher. As a result, the closest detection fibres, which collect
more shallow light, show the greatest amount of photoproduct fluorescence. These
photoproducts are very clearly seen in figure 4.3.2, where they can be observed to
increase from the initial ¥=0 curve, followed by gradual photobleaching. Also obvious is
the relative decrease in the 630 and 690 nm peak heights over the course of the treatment.
In order to obtain useful information from these fluorescence spectra, the
fluorescence in the two peaks was quantified. Since there is a large background of
fluorescence present, absolute peak heights are useless, and curve fitting is required to
determine the peak areas. Figure 4.3.3 shows the results of fitting a polynomial
background Witil two Gaussian peaks centred at 635 and 695 nm. Subtraction of the
background from the original fluorescence spectrum clearly shows the two fluorescence
peaks. Since the amplitude of a Gaussian is proportional to its area, the fitted peak
heights can be plotted against scaled photobleaching fluence, as shown in figure 4.3 4.
This result agrees well with the mathematically predicted shape of the fluorescence curve
from a single fibre, first demonstrated in figure 2.2.2a. As expected, similar results are
observed for all fibres in figure 4.3.5a. The variation between fibres can be better
visualized by normalizing to a single fibre, as figure 4.3.5b illustrates. Although the
variation is much less than in the modelling (figures 2.3.1b and 2.3.6b), there is a larger
relative increase in fluorescence at the more distant fibres. This normalization also
removes most of the variability between measurements which may result from variations
in probe coupling with the phantom and excitation fluence rate (figure 4.3.5a). Finally,

figure 4.3.6 illustrates the change in radially resolved fluorescence that occurs as
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Figure 4.3.2 Fluorescence spectra from Purple phantom as treatment progresses,
illustrating the occurrence of photobleaching. The spectra were normalized to the 515 nm
excitation peak.
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Figure 4.3.6 Fluorescence as a function of radius prior to any photobleaching, and at
the completion of the bleaching experiment. The results are from Purple
phantom, and are normalized to 1.00 mm.
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treatment progresses. It is this variation that will allow the determination of both virtual

plane and source depths and ultimately lead to predictions of necrosis depth.

4.4 Experimental Results
4.4.1 Virtual Plane Depth

Using the measured optical properties of the phantoms, the scatter dominated
pencil beam excitation model was used to generate curves representing the total
probability of fluorescence escape from a plane of fluorescence at a single depth as a
function of radius (figure 4.4.1a), similar to those shown in figure 2.3.4b. The radial
fluorescence data in figure 4.3.6 were compared with these data and best fit curves were
determined by minimizing the Chi-squared value, resulting in the representative virtual
plane depths shown. The fitted curves matched the experimental data quite well (figure
4.4.1b), and the virtual plane depth increased with bleaching fluence, as anticipated. This
change in virtual plane depth is better illustrated in figure 4.4.2 which gives the gradual
increase in depth as a function of photobleaching fluence. This shows the same general
shape as that predicted by the modelling (figure 2.3.5a). Unlike the theoretical curve, the
experimental plane depth has very little penetration as treatment progresses, although it
does originate at a depth close to one mean free path, as anticipated.

The progress of the virtual plane depth for all of the standard phantoms can be
seen in figure 4.4.3. All exhibit a similar increase over time, and all but black start at the

expected depth indicating decent reproducibility. Unfortunately, in order to allow proper
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comparisons, treatment times should have been extended for the black, blue and red
phantoms to compensate for the low bleaching fluence.

Variation in experimental virtual plane depth was investigated for altered initial
optical properties, using the measured values given in table 4.3.3. Figure 4.4.4 shows the
experimental and predicted virtual plane depths for different initial photosensitizer
concentrations. The three experimental curves in figure 4.4.4a are well-differentiated and
are ordered as predicted in figure 4.4.4b, although drughi is generally not as deep as
expected and has a larger spread in the data points. This is somewhat expected since the
diffusion model does not work as well for situations involving high absorption.

Data obtained for three phantoms with dissimilar background absorption
coefficients and the corresponding modelled outcomes are seen in figures 4.4.5a and
4.4.5b, respectively. Although it is difficult to differentiate between the experimental
points, the uaOlo data seems to be slightly higher than the standard, while the uaOhi is
generally lower, not disagreeing with the curves in figure 4.4.5b. All three have similar
initial virtual plane depths which 1s reasonable considering only a small variation in
mean free path exists for small changes to Hao.

Finally, altered scattering coefficient is investigated in figure 4.4.6. For low
scattering, the model failed to make predictions about virtual plane depth which is
anticipated considering this case violates the principal assumption that u} > u,. On the
other hand, although the data are fairly noisy, the highly scattering phantom behaves as
predicted by figure 4.4.6b since the virtual plane depth is originally shallower than the

standard phantom, and increases more slowly.
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4.4.2 Virtual Source Depth

Similar analysis can be performed using the pencil beam excitation model that
assumes absorption dominates. Using equation 18, which describes the fluorescence
distribution arising from a single fluorescence point, the radial fluorescence
measurements (figure 4.3.6) can be fitted to determine a depth for the virtual source, z..
The effective attenuation coefficient is fitted simultaneously, and once determined is
assumed constant at the fluorescence wavelength. As a result, no a priori information is
required concerning tissue optics to determine the virtual source depth. Figure 4.4.7
shows the fluorescence data and fitted curves with their resulting virtual source depths at
the beginning and end of the purple phantom bleaching experiment. As with the virtual
plane, fits are good and the virtual source depth increases during the course of treatment.
The curve of virtual source depth as a function of photobleaching fluence is depicted in
figure 4.4.8, agreeing very well with the shape of the predicted curve in figure 2.3.9a.
Similar to the virtual plane results, the virtual source does not penetrate nearly as deeply
as the modelling would suggest it should for the input parameters used. The virtual
source depth is expected to originate at a depth of one mean free path, or 0.83 mm,
however the experimentally determined value is initially deeper, at 1.1 mm. The
remaining standard phantoms also have virtual source depths originating near 1.1 mm, as
observed in figure 4.4.9 which shows excellent agreement between all four phantoms

with the standard optical properties.
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The effects of changing the initial drug absorption coefficient are shown in figure

4.4.10. While the phantoms having standard and high concentrations of photosensitizer

‘seem to behave as predicted by the modelling, druglo does not. Since this model
necessitates a high total absorption to minimize the effects of scattering, a low drug
concentration is far from ideal, explaining the poor result.

Figure 4.4.11a follows from the variation of phantom background absorption by
100 percent in either direction from the standard. Three distinct curves are fairly evident,
all following the expected trends shown in figure 4.4.11b. Considering the small effect
on the mean free path that occurs for these changes in absorption coefficient, the close
grouping of the initial virtual source depths is favourable, although once again they are
slightly higher than expected.

The last set of curves (figure 4.4.12) demonstrates the effect of altering the
scattering coefficient, and provides the most perplexing results. Although this model is
based on a highly absorbing medium, it is the phantom with the higher scattering that
behaves as it should, having an initial virtual source depth close to its mean free path (0.7
mm compared with 0.6 m) and tracking below the standard phantom. At the same time,
the phantom having a low scattering coefficient is much more shallow than the modelling

predicts, actually falling below the standard phantom curve.
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S DISCUSSION

5.1 Predictive Value of Theoretical Models

It 1s important to discuss the applicability of the mathematical modelling to actual
PDT treatments. Each model has been designed to simulate a realistic treatment method
so that experimental verification may be performed on phantoms, and eventually in a
clinical setting.

The broad-beam photobleaching model is appropriate for describing the
irradiation of a tumour near the surface of the skin. Diffusion theory performs well for
the tissue optical properties normally encountered in human tissue, and treatment is often
performed using laser sources with lenses to spread the beam, or slide projectors at 630
nm (McCaughan 1992).

As long as the instrumentation remains stable, it is convenient to place a single
fibre on the surface while irradiating with the broad-beam treatment source. Only a single
light source is required, and the measurement process could be automated. As seen in
section 3.1, the relationship between observed fluorescence and necrosis depth is very
sensitive to changes in optical properties and drug concentration. However, if accurate
measurements of the initial treatment parameters could be made, it would be possible to
obtain information about the photosensitizer distribution and photodynamic dose from the

decreasing fluorescence signal.
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Using a pencil beam source for fluorescence excitation allows for spatially
resolved fluorescence measurements to be made. Although the probe would have to be
manually placed on the surface at fixed time intervals (the treatment light would be turned
off), normalization to one of the detection fibres removes the variation introduced by
making random measurements in different locations.

For the scatter dominated model, the 630 nm treatment laser could be coupled into
the probe for fluorescence excitation, requiring only one laser source. If the optical
properties could be determined at the fluorescence wavelength, escape probabilities could
be calculated through the modelling and the virtual plane depth could be tracked while
the treatment progressed. Since the virtual plane depth calculations are based on
fluorescence escape probabilities, they do not depend heavily on photosensitizer
concentration. Since the relationship between virtual plane depth and necrosis depth is
fairly insensitive to changes in optical properties at treatment wavelengths (section 3.2),
the progression of tumour damage could be followed during treatment based on the
penetration of the virtual plane.

Excitation with a pencil beam of light in a highly absorbing medium is most
plausible at lower excitation wavelengths. Thus, a second light source other than the
treatment light is necessary. The combination of an argon ion laser and pumped dye laser
is ideal. In this case, the spatially resolved fluorescence measurements arising from the
optical fibre based probe allow for the calculation of a virtual source depth without any a
priori knowledge of tissue optical properties or photosensitizer concentration. If the

relationship between the virtual source depth and necrosis depth could be determined
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experimentally, its robust nature would allow accurate determination of tumour damage
as treatment progresses using only the changes in radial fluorescence.

Although bleaching was minimal for the phantoms studied, both pencil beam excitation
models were shown to track the progress of the respective virtual fluorescence depth
indicators, illustrating the sensitivity of the technique. It seems reasonable that if the idea
of determining a virtual source could be applied to a model that works for more realistic
optical properties, accurate PDT dosimetry will be possible based on emitted fluorescence

only.

5.2 Phantom Measurements

In general, the phantoms used for the photobleaching experiments gave favourable
results. The uniform, flat surface allowed for simple, consistent measurements of optical
properties and emitted fluorescence. Photobleaching was evident by the decrease in
observed fluorescence, and radially resolved measurements allowed the increase in
average photosensitizer depth to be monitored. Although the bleaching was much less
than desired, the fact that the virtual plane and source depths could be -tracked over very
small distances illustrates the high sensitivity of the technique.

As mentioned, the most glaring problem with the phantom results is the very
shallow penetration of the virtual plane and source depths achieved compared with the
mathematical predictions. The phantom optical properties were fairly well characterized,
so the problem was thought to originate with the bleaching of the drug. Visually

detectable changes in colour were noticeable in bleached areas of cuvettes containing just
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Photofrin and resin, however no such difference was apparent with the phantoms, even
after 15 hours of bleaching. In addition, total absorption coefficient measurements on the
surface of the phantoms at 630 nm after the bleaching experiments gave minimal decrease

in absorption coefficient. Bleach rate experiments on cuvettes containing only resin and

Photofrin demonstrated much more rapid photobleaching, giving bleach rates much

higher than observed in the phantoms (figure 4.2.1). A reaction may be taking place
between either the TiO, or the background dye and the Photofrin to somehow alter the
photochemistry in the phantom such that the drug did not bleach to the same extent as
previously. Alteration of the photosensitizer molecules could also result from the heating

that occurs with the exothermic resin curing reaction. This would have less effect on the
small volume of the cuvette due to the increased relative surface area allowing for better
heat dispersion.

In an attempt to obtain a better understanding of what is occurring, a cuvette sized
piece of phantom material was cut from the centre of phantom druglo and the bleach rate
was measured as previously described. Although the scatterer present will increase the
fluence rate in the sample by an appreciable factor (figure 2.1.1a), the effect will be small
when compared with observed changes to the bleach rate. Figure 5.2.1 shows the
resultant fluorescence decrease over the course of treatment. Using equation 59, and
assuming a modest increase in the incident fluence by a factor of three due to scattering,
the bleach rate was determined to be 1.58-4 cm*J. Comparison with the previous bleach
rate indicates a large discrepancy between this result and that for the cuvette containing

only resin and Photofrin (1.58-2 cm*J). Further investigation of this effect is required.
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Figure 5.2.1 Fluorescence decrease as a function of time for a cuvette sized phantom

piece (druglo). The fitted line shown has a slope of -5.98-5 s giving a
bleach rate of 1.5g-4 cm?/J.
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5.2.1 Virtual Plane Depth

The fundamental requirement in order to implement a virtual plane depth is a
scatter dominated medium. Since absorption by the phantoms is lower at higher
wavelengths, ideally 630 nm light would be used in fluorescence excitation. This would
also eliminate any photobleaching resulting from measurements performed at lower
wavelengths. Unfortunately, although attempts were made to take advantage of this fact,
very little fluorescence was observed using 630 nm excitation leading to the use of 515
nm light to acquire an adequate number of fluorescence counts. Scattering should still be
sufficiently high at this wavelength to allow for comparison with the scatter dominated
model. The added benefit of this lower excitation wavelength is that a greater range of
the fluorescence spectrum is observable, allowing for characterization of the 630 and 690
nm Photofrin peaks.

In order to better understand the deviations from the expected results, it is useful
to consider what occurs when drug absorption is not negligible. If the ratio of scatter to
absorption is varied without changing the total interaction coefficient, increasing the
absorption will result in fewer scattering events at all depths. There will be a
corresponding decrease in the fluorescence initiated away from the excitation beam axis
arising from the diffusely scattered light, and an increase in the fluorescence near the axis
resulting from the absorbed photons. Since the fluorescence observed at the further radii
primarily arises from the deeper fluorescence sources, and sources closer to the detection
fibres, there will be less fluorescence detected in the furthest fibres from the source. This

will cause the fluorescence as a function of radius to shift slightly, resulting in a virtual
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plane depth that is not as deep as predicted. This may help to explain why the phantoms
having the highest scatter to absorption ratio have initial virtual plane depths closest to
one mean free path, whereas the lower this ratio becomes, the more shallow the initial
plane depth.

Another problem is the assumption that the drug concentration does not affect the
distribution of diffuse excitation fluence. In the model, the single scatter source at a
depth of one mean free path gives rise to a spherically symmetric excitation fluence that
does not change with time. However, as the photosensitizer bleaches near the surface,
this distribution will become skewed as excitation light fluence becomes higher towards
the surface of the medium. The effects of this are difficult to predict and warrant

modelling using Monte Carlo simulations.

5.2.2 Virtual Source Depth

In all cases, the virtual source depth originates slightly deeper than predicted, with
the exception of the low scattering phantom. This may be due to the much higher
scattering levels than would normally be expected with this model. If the total
attenuation coefficient remains constant but the ratio of scatter to absorption is increased

slightly, the average interaction depth will remain constant (—;—,) while the percentage of

absorption events will decrease as scatter becomes more of a factor. Fluorescence events
originating on the excitation beam axis will decrease, whereas fluorescence created away

from this axis and deeper within the medium will increase. Fluorescence photons that
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come from deeper within the medium or further from the excitation axis have a better
probability of reaching the more distant radii at the surface. There will be a relative
increase in the fluorescence reaching the distant detectors, resulting in a downward shift
of the virtual source depth. This effect should be magnified as the ratio of absorption to
scattering decreases, and this may help to explain the unexpected data in figure 4.4.12a.
The calculated virtual source depth will be closer to its predicted value (1.2 mm) for the
low scattering phantom while it is greater than expected for the standard phantom
bringing the two curves together in figure 4.4.12a. Also a consideration is the variation in
total interaction coefficient between phantoms which will affect the initial depth of the

virtual source (initial virtual source depth =~ i).

5.2.3 Further Discussion

The assumption that light incident on the surface of the medium does not deviate
from its well-collimated, pencil beam geometry should be discussed. Realistically, the
beam will spread out in the radial direction, highly dependant on tissue optics. This
divergence will increase the average path length that the photons must follow in order to
penetrate into the medium, thereby decreasing the fluence rate. Less fluorescence will
originate from deep in the medium, and since this accounts for the majority of the
fluorescence reaching the most distant detectors on the surface, there will be a slight shift

in the radial distribution towards the near fibres. As a result, both the experimentally
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determined virtual plane and source depths may be shifted closer to the surface than the
modelling predicts.

In all cases, the virtual source depth was larger than the virtual plane depth. This
may be due to the assumption discussed previously that photobleaching of the
photosensitizer does not affect the excitation fluence distribution in the scatter dominated
model. As bleaching occurs, there will be an increase in excitation fluence closer to the
surface from the single scatter source at depth ;1;- Although prediction about the effects
are difficult to make and require further study, it seems logical that this increased
excitation could increase the fluorescence at the inner fibres thereby making the virtual
plane depth appear more shallow. This would work to slow the regular progression of the
plane depth as treatment progresses.

In general, the trends observed in the virtual plane and source depth curves were
in agreement with the mathematical models. In the instances where the modelling was
expected to perform poorly, such as the highly absorbing phantom in the scatter
dominated model, and the phantom with low drug concentration in the absorption
dominated model, it failed. The phantoms were designed to have optical properties
comparable to those of tissue, and as a result were not particularly suited to either model.
Although the absorption coefficient of the photosensitizer could be increased by exciting
with a lower wavelength, there were no phantoms in which absorption dominated scatter.

At the same time, scattering was generally much higher than absorption in the phantoms,

but the requirement of 515 nm excitation light in order to see appreciable fluorescence
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made circumstances less than ideal for the scatter dominated model. It should be
remembered, however, that the modelling is attempting to describe the photodynamic

process in tissue, and that alterations must be made to the models, not the reverse.

5.3 Future Directions

The most obvious continuation of this work involves the development of
mathematical models that are more useful in the region where scatter and absorption are
comparable or in which scatter dominates, but bleaching does affect the excitation
fluence. Work has been initiated involving Fermi-Eyges theory for the former, and
Monte Carlo for the latter to more accurately model the penetration of a pencil beam into
a medium. The spherical model also requires further consideration, possibly
incorporating several radially resolved fluorescence measurements and the calculation of
a virtual shell depth similar to the semi-infinite medium.

In order to test the improved models, optical phantoms should be improved. To
obtain a better understanding of the Photoftin reactions that occurred, the phantoms will
require dissection and analysis by fluorescence microscopy or chemical techniques.
Different dyes should be tested in the phantoms to determine if the effect on bleach rate is

limited to Photofrin. If the problem persists, the time consuming task of developing a
new phantom, with the same characteristics but composed of different materials, will
have to be undertaken. Also a consideration would be the addition of a dye with an
absorption spectrum similar to the endogenous chromophores in human tissue to improve

realism.
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In order to perform rigorous testing of the models in a biological system, in vivo
studies will be required. Treatment analogous to that performed on the phantoms will be
done on animal models after injection with photosensitizing drugs. The decreasing
fluorescence will give similar information about the photosensitizer distribution which
can be compared with the actual distribution found by chemical extraction of biopsied
tissue, or fluorescence microscopy. Unlike the phantom resin, necrosis will occur in the
tissue and the depth may be determined. This will allow for the establishment of a
relationship between the predicted progression of photosensitizer bleaching (for example

using virtual source depth) and necrosis depth.

5.4 Conclusions

Light propagation through tissue is known to be accurately predicted by diffusion
theory, and the phenomenon of photosensitizer photobleaching is also well established.
The mathematical models presented combine these ideas and calculate the resulting
fluorescence observed at the surface based on the changing distribution of photosensitizer
for varying initial optical properties. Models where scatter dominates absorption and
vice-versa have been addressed and were shown to agree qualitatively with experimental
findings, even though the phantoms used were ideal for neither model. Spatially resolved
fluorescence emission was experimentally measured and the process of photobleaching
observed. The relative decrease in fluorescence in spatially resolved measurements
occurred as predicted, allowing for the determination of virtual plane and source depths

that can localize the bleached/non-bleached photosensitizer interface. If the destruction
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of the drug and tissue are mediated by the same photoproduct in tissue, it may be
expected that this bleached drug interface will be related to the depth of necrosis. If this
relationship could be determined, the modelling could make predictions about necrosis
depth from measurements of the changing fluorescence signal. Calculation of the virtual
fluorescence source depth can be performed without accurate knowledge of tissue optics,
initial concentration of photosensitizer, and bleach rate which could lead to much more
efficient, effective treatment in a clinical environment. These results indicate that, with

improvement of the current modelling to better handle realistic optical properties,

potential exists for the development of an accurate dosimetry technique in photodynamic

therapy.



REFERENCES

Brown, S.G., Tralau, C.J., Coleridge-Smith, P.D., Akdemir D. and Wieman, T.J., 1986,
“Photodynamic therapy with porphyrin and phthalocyanine sensitizer:
quantitative studies in normal rat liver," Br. J. Cancer 54, 43-52.

Boyle, D.G. and Potter, W.R., 1987, “Photobleaching of Photofrin II as a means of
eliminating skin photosensitivity,” Photochem. Photobiol. 46, 997-1001.

Dougherty, T.J., Kaufman, J.E., Goldfarb, A. ef al, 1978, “Photoradiation therapy for the
treatment of malignant tumours,” Cancer Res. 38, 2628-2635.

Dougherty, T.J., 1987, “Photosensitizers: Therapy and detection of malignant tumours,”
Photochem. Photobiol. 45, 874-889.

Eason, G., Veitch, R., Nisbet, R. and Turnbull, F., 1978, "The théory of backscattering of
light by blood," J. Phys. D 11, 1463-1479.

Farrell, T.J., Patterson, M.S., Hayward, J.E., Wilson, B.C., and Beck, ER., 1994, "A
CCD and neural network based instrument for the non-invasive determination of
tissue optical properties in vivo," SPIE Proceedings, Vol 2135, 117-128.

Farrell, T.J., Patterson, M.S. and Wilson, B.C., 1992, "A diffusion theory model of
spatially resolved, steady-state diffuse reflectance for the non-invasive
determination of tissue optical properties in vivo," Medical Physics 19, 879-888.

Farrell, T.J., Wilson B.C., Patterson, M.S. and Chow, R., 1991, "The dependence of
photodynamic threshold dose on treatment parameters in normal rat liver in vivo, "
SPIE Proceedings, Vol. 1426, 146-155.

Figge, FHJ., Weiland, G.S. and Manganiello, L.O.J., 1948, “Cancer detection and
therapy. Affinity of neoplastic, embryonic, and traumatized tissues for porphyrins
and metalloporphyrins,” Proc. Soc. Exper. Biol. and Med., 68, 181-188.

Gerald, C.F. and Wheatley, P.O., 1970, Applied Numerical Analysis, Addison-Wesley
Publishing, Don Mills, ON.

Gregorie, H.G., Horger, E.O., Ward, J.L. ef al, 1968, “Hematoporphyrin derivative
fluorescence in malignant neoplasms,” Ann. Surg. 167, 820-828.

122



123

Groenhuis, R.A, Ferwerda, H.A. and.Bosch, J.J.T, 1983, "Scattering and absorption of
turbid materials determined from reflection measurements. 1: Theory," Applied
Optics 22, 2456-2462.

Hale, G.M. and Querry, M.R., 1973, “Optical constants of water in the 200 nm to 200 pum
wavelength region,” Applied Optics 12, 555-563.

Hamblin M.R. and Hasan, T., 1996, Photodynamic Therapy Review, Optics and
Photonics News, 17-21.

Keijzer, M., Star W.M. and Storchi, P.R.M., 1988, "Optical Diffusion in Layered Media,"
Applied Optics 27, 1820-1824.

Li, H. and Xie, S., 1996, “Measurement method of the refractive index of biotissue by
total internal reflection,” Applied Optics 35, 1793-1795.

Lipson, RL., Gray, M.J. and Baldes, EJ., 1966, “Hematoporphyrin derivative for
detection and management of cancer,” Proc. 9th International Cancer Congress,

Tokyo.

Mang, T.S., Dougherty, T.J., Potter, W.R., Boyle, D.G., Somer, S. and Moan, J., 1987,
"Photobleaching of porphyrins used in photodynamic therapy and implications for
therapy," Photochem. Photobiol. 45, 501-506.

Mathews, J. and Walker, R.L., 1970, Mathematical Methods of Physics,
Benjamin/Cummings, Menlo Park, CA.

McCaughan, J.S., 1992, A Clinical Manual: Photodynamic Therapy of Malignancies,
R.G. Landes Company, Austin.

Moan, J., 1986, "Effect of bleaching on porphyrin sensitizers during photodynamic
therapy," Cancer Letters 33, 45-53.

Pass, H.I., 1993, “Photodynamic Therapy in Oncology: Mechanisms and Clinical Use,”
J. Natl. Cancer Inst. 85, 443-456.

Patterson, M.S., Chance, B. and Wilson, B.C., 1989, "Time resolved reflectance and
transmittance for the non-invasive measurement of tissue optical properties,"
Applied Optics 28, 2331-2336



124

Patterson, M.S., Wilson, B.C. and Graff, R., 1990, "In vivo tests of the concept of
photodynamic threshold dose in normal rat liver photosensitized by aluminum
chlorosulphonated phthalocyanine," Phofochem. Photobiol. 51, 343-349.

Patterson, M.S. and Wilson, B.C., 1994, "A theoretical study of the influence of sensitizer
photobleaching on depth of necrosis in photodynamic therapy," SPIE
Proceedings, Vol. 2133, 208-219.

Potter, W.R., 1986, "The theory of photodynamic therapy dosimetry: consequences of
photodestruction of sensitizer," SPIE Proceedings Vol. 712, 124-129.

Svaasand, L.O. and Gomer, C.J., 1989, "Optics of Tissue," Dosimetry of Laser Radiation
in Medicine and Biology, Vol. IS5, 114-132.

Thorpe, W.P., Toner, M., Ezzell, RM., Tompkins, R.G. and Yarmush, M.L., 1995,
“Dynamics of photoinduced cell plasma membrane injury,” Biophysical Journal
68, 2198-2206.

Wilson, B.C., 1989, "Photodynamic therapy:  light delivery and dosage for
second-generation photosensitizers," in Photosensitizing Compounds:  their
Chemistry, Biology and Clinical Use, 60-77, Wiley, Chichester.

Wilson, B.C., Park, Y., Hefetz, Y., Patterson, M.S., Masden S. and Jacques, S., 1989
"The potential of time-resolved reflectance measurements for the non-invasive
determination of tissue optical properties," SPIE Proceedings, Vol 1064, 97-106.

2

Wilson, B.C., Patterson, M.S. and Lilge, L., in press, “Implicit and explicit dosimetry in
photodynamic therapy: a new paradigm,” Lasers in Medical Science.



	hawkes_robert_p_1997Sep_masters0001
	hawkes_robert_p_1997Sep_masters0002
	hawkes_robert_p_1997Sep_masters0003
	hawkes_robert_p_1997Sep_masters0004
	hawkes_robert_p_1997Sep_masters0005
	hawkes_robert_p_1997Sep_masters0006
	hawkes_robert_p_1997Sep_masters0007
	hawkes_robert_p_1997Sep_masters0008
	hawkes_robert_p_1997Sep_masters0009
	hawkes_robert_p_1997Sep_masters0010
	hawkes_robert_p_1997Sep_masters0011
	hawkes_robert_p_1997Sep_masters0012
	hawkes_robert_p_1997Sep_masters0013
	hawkes_robert_p_1997Sep_masters0014
	hawkes_robert_p_1997Sep_masters0015
	hawkes_robert_p_1997Sep_masters0016
	hawkes_robert_p_1997Sep_masters0017
	hawkes_robert_p_1997Sep_masters0018
	hawkes_robert_p_1997Sep_masters0019
	hawkes_robert_p_1997Sep_masters0020
	hawkes_robert_p_1997Sep_masters0021
	hawkes_robert_p_1997Sep_masters0022
	hawkes_robert_p_1997Sep_masters0023
	hawkes_robert_p_1997Sep_masters0024
	hawkes_robert_p_1997Sep_masters0025
	hawkes_robert_p_1997Sep_masters0026
	hawkes_robert_p_1997Sep_masters0027
	hawkes_robert_p_1997Sep_masters0028
	hawkes_robert_p_1997Sep_masters0029
	hawkes_robert_p_1997Sep_masters0030
	hawkes_robert_p_1997Sep_masters0031
	hawkes_robert_p_1997Sep_masters0032
	hawkes_robert_p_1997Sep_masters0033
	hawkes_robert_p_1997Sep_masters0034
	hawkes_robert_p_1997Sep_masters0035
	hawkes_robert_p_1997Sep_masters0036
	hawkes_robert_p_1997Sep_masters0037
	hawkes_robert_p_1997Sep_masters0038
	hawkes_robert_p_1997Sep_masters0039
	hawkes_robert_p_1997Sep_masters0040
	hawkes_robert_p_1997Sep_masters0041
	hawkes_robert_p_1997Sep_masters0042
	hawkes_robert_p_1997Sep_masters0043
	hawkes_robert_p_1997Sep_masters0044
	hawkes_robert_p_1997Sep_masters0045
	hawkes_robert_p_1997Sep_masters0046
	hawkes_robert_p_1997Sep_masters0047
	hawkes_robert_p_1997Sep_masters0048
	hawkes_robert_p_1997Sep_masters0049
	hawkes_robert_p_1997Sep_masters0050
	hawkes_robert_p_1997Sep_masters0051
	hawkes_robert_p_1997Sep_masters0052
	hawkes_robert_p_1997Sep_masters0053
	hawkes_robert_p_1997Sep_masters0054
	hawkes_robert_p_1997Sep_masters0055
	hawkes_robert_p_1997Sep_masters0056
	hawkes_robert_p_1997Sep_masters0057
	hawkes_robert_p_1997Sep_masters0058
	hawkes_robert_p_1997Sep_masters0059
	hawkes_robert_p_1997Sep_masters0060
	hawkes_robert_p_1997Sep_masters0061
	hawkes_robert_p_1997Sep_masters0062
	hawkes_robert_p_1997Sep_masters0063
	hawkes_robert_p_1997Sep_masters0064
	hawkes_robert_p_1997Sep_masters0065
	hawkes_robert_p_1997Sep_masters0066
	hawkes_robert_p_1997Sep_masters0067
	hawkes_robert_p_1997Sep_masters0068
	hawkes_robert_p_1997Sep_masters0069
	hawkes_robert_p_1997Sep_masters0070
	hawkes_robert_p_1997Sep_masters0071
	hawkes_robert_p_1997Sep_masters0072
	hawkes_robert_p_1997Sep_masters0073
	hawkes_robert_p_1997Sep_masters0074
	hawkes_robert_p_1997Sep_masters0075
	hawkes_robert_p_1997Sep_masters0076
	hawkes_robert_p_1997Sep_masters0077
	hawkes_robert_p_1997Sep_masters0078
	hawkes_robert_p_1997Sep_masters0079
	hawkes_robert_p_1997Sep_masters0080
	hawkes_robert_p_1997Sep_masters0081
	hawkes_robert_p_1997Sep_masters0082
	hawkes_robert_p_1997Sep_masters0083
	hawkes_robert_p_1997Sep_masters0084
	hawkes_robert_p_1997Sep_masters0085
	hawkes_robert_p_1997Sep_masters0086
	hawkes_robert_p_1997Sep_masters0087
	hawkes_robert_p_1997Sep_masters0088
	hawkes_robert_p_1997Sep_masters0089
	hawkes_robert_p_1997Sep_masters0090
	hawkes_robert_p_1997Sep_masters0091
	hawkes_robert_p_1997Sep_masters0092
	hawkes_robert_p_1997Sep_masters0093
	hawkes_robert_p_1997Sep_masters0094
	hawkes_robert_p_1997Sep_masters0095
	hawkes_robert_p_1997Sep_masters0096
	hawkes_robert_p_1997Sep_masters0097
	hawkes_robert_p_1997Sep_masters0098
	hawkes_robert_p_1997Sep_masters0099
	hawkes_robert_p_1997Sep_masters0100
	hawkes_robert_p_1997Sep_masters0101
	hawkes_robert_p_1997Sep_masters0102
	hawkes_robert_p_1997Sep_masters0103
	hawkes_robert_p_1997Sep_masters0104
	hawkes_robert_p_1997Sep_masters0105
	hawkes_robert_p_1997Sep_masters0106
	hawkes_robert_p_1997Sep_masters0107
	hawkes_robert_p_1997Sep_masters0108
	hawkes_robert_p_1997Sep_masters0109
	hawkes_robert_p_1997Sep_masters0110
	hawkes_robert_p_1997Sep_masters0111
	hawkes_robert_p_1997Sep_masters0112
	hawkes_robert_p_1997Sep_masters0113
	hawkes_robert_p_1997Sep_masters0114
	hawkes_robert_p_1997Sep_masters0115
	hawkes_robert_p_1997Sep_masters0116
	hawkes_robert_p_1997Sep_masters0117
	hawkes_robert_p_1997Sep_masters0118
	hawkes_robert_p_1997Sep_masters0119
	hawkes_robert_p_1997Sep_masters0120
	hawkes_robert_p_1997Sep_masters0121
	hawkes_robert_p_1997Sep_masters0122
	hawkes_robert_p_1997Sep_masters0123
	hawkes_robert_p_1997Sep_masters0124
	hawkes_robert_p_1997Sep_masters0125
	hawkes_robert_p_1997Sep_masters0126
	hawkes_robert_p_1997Sep_masters0127
	hawkes_robert_p_1997Sep_masters0128
	hawkes_robert_p_1997Sep_masters0129
	hawkes_robert_p_1997Sep_masters0130
	hawkes_robert_p_1997Sep_masters0131
	hawkes_robert_p_1997Sep_masters0132
	hawkes_robert_p_1997Sep_masters0133
	hawkes_robert_p_1997Sep_masters0134
	hawkes_robert_p_1997Sep_masters0135
	hawkes_robert_p_1997Sep_masters0136
	hawkes_robert_p_1997Sep_masters0137
	hawkes_robert_p_1997Sep_masters0138
	hawkes_robert_p_1997Sep_masters0139

